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Deliverable OC_M reporting sheet, revised 2/3/2010

Analyst's Comments
(these are not applied to the database)

CTD #: __5__          Data Dump # ____0222____          Starting Date: ___February 6, 2013___ Defective / Absent Sensors

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

- OR -

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

This Dump is contains cast data (Stations 24, 00, 01, 02, 03, 04, 05, 06, 07, 08, 09, 10, 11, 12, 13, 14, 16, 17, 18, 19, and 21) from the 4-day (Feb. 6-9) mid-winter cruise.  Due 
to thick pan ice we were unable to access Station 20 during this cruise. 
 
This Dump contains two pairs of back-to-back casts, one pair at Station 00 (Cast #s 02 and 03), and one pair at Station 03 (Cast #s 06 and 07); in both cases the members of 
the cast pairs are nearly identical to one another and are equally valid and useable. 
 
Due to equipment availability  and poor weather, this cruise was delayed and slightly outside the protocol's  Dec. 1 - Jan. 31 preferred scheduling window. 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __5__          Data Dump # ____0223____          Starting Date: ____March 4, 2013____ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

This Dump contains casts (at Stations 24, 01, 04, 07, 12, 13, and 16) from the March cruise.  We were unable to occupy Station 20 due to the presence of pan ice. 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __5__          Data Dump # ____0224____          Starting Date: _____April 1, 2013_____ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

This Dump contains cast data (at Stations 24, 01, 04, 07, 13, 16, and 20) from the April cruise. 
 
We were unable to occupy Station 12 due to the presence of pan ice. 
 
Cast #06 (Station 16) was previously discarded from this Dump (Cast #08 is the valid re-cast at Station 16). 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __5__          Data Dump # ____0225____          Starting Date: _____May 8, 2013_____ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

This Dump contains casts (at Stations 24, 01, 04, 07, 12, 13, 16, and 20) from the May cruise. 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __5__          Data Dump # ____0226____          Starting Date: _____May 30, 2013_____ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

This Dump contains casts (at Stations 24, 01, 04, 07, 12, 13, 16, and 20) from the "June" cruise. 
 
Cast #17 (at Station 24) was previously discarded from this Dump; Cast #18 is the valid re-cast at Station 24. 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __5__          Data Dump # ____0227____          Starting Date: _____July 17, 2013_____ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

This Dump contains casts (at Stations 24, 00, 01, 02, 03, 04, 05, 06, 07, 08, 09, 10, 11, 12, 13, 14, 16, 17, 18, 19, 20, and 21) from the mid-summer July cruise. 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __5__          Data Dump # ____0228____          Starting Date: ____August 5, 2013____ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

This Dump contains casts (at Stations 24, 01, 04, 07, 12, 13, 16, and 20) from the August cruise. 
 
Cast #02 (at Station 01) was previously discarded from this Dump; Cast #03 is the valid re-cast at Station 01. 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __5__          Data Dump # ____0229____          Starting Date: __September 3, 2013__ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

This Dump contains casts (at Stations 01, 04, 07, 12, 13, 16, and 20) from the September samping cruise. 
 
This cruise sample does not include cast data from Station 24.  For unknown reasons that cast (#10) returned invalid data from all sensors, and was discarded.  There was no 
re-cast at Station 24. 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __5__          Data Dump # ____0230____          Starting Date: ___October 21, 2013___ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

This Dump contains casts (at Stations 24, 01, 04, 07, 12, 13, 16, and 20) from the October sampling cruise. 
 
This cruise was delayed beyond the preferred (first-full-week-of-the-month) monthly schedule by the October 2013 government shutdown. 
 


